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CERTIFICATE OF TYPE APPROVAL
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This is to certify that the manufacturer stated in the certificate meets the requirements of the standards listed below and is available
with the ability and conditions to produce the products described in the certificate.

%) /Manufacturer

Kongsberg Maritime AS(Trondheim)

Hhht/Address

Skonnertvegen |, N-7053 Ranheim, Norway

rrind i Product

(Rt

Sensors
FEFIAE DS

Pressure Transmitter

N[ kriE/Approval Standard
L ER A GBI ZIMYEY  (2018) MLl SR TR B2
Chapter 2, Part Seven of China Classification Socicty Rules for Classification of Sca-going Steel Ships 2018 and its
Amendments

2. PR COURA AN BOTEY  (2018) RILIBUGIR SEAR S 12
Chapter 1, Part Four of China Classification Society Rules for Classification of Sea-going Steel Ships 2018 and ils
Amendments

HT-Nntended for

MG % i /Ships and Offshore Installations

= S
V13410147 T Certificate is valid until ~ 2023%4:11{13H/ Nov. 13,2023

JAilHLA '1' L FS 0% AL AP I 20 Ak HREW 20204035236
Issued by = CCS Bergen Office Date Mar. 23,2020
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This Cerlificate 1s 1ssued pursuant to the Rules of Ihe Sociely and related iegulation All pages of the certificate ate laken as a whole and are used simultaneously No
paper celtificate page 1s valid without beating (he stamp of the Society, no elechionic cettificates 1s vatid without the digital signature, and no copied form of the
ceitifivate 1s eganded as valid. Any part ol the certificate is not to be extiacted ot abiidged by any umit or individual m any torm. Related parties who are doubted

itbouil the aunthentiety of the certificate way mquire of the Society o its ollices
Form No TO1 0 S Commacy Us, WA BE17 /719 55/See official web site of the Sociely Uitip Avyvaw.ces v gn UTN: ])020 0496503 7
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WEAS 4 5 /Certificate No. BG20PTB00001_01

F=IAZN/Product Description
V)% 5% 9% /Pressure Transmitter (MO001)

#HR/Name @t (ff) /value ALY /Unit
T /Type GT 300
F)1 /Accuracy < 0.5% of Full Range Qutput
e Measure Range -1 to 100 bar
WE IR /Rated Voltage DC 24 v
NSRBI 2R /Degrees of Protectlion P56
I )78 3% 7% /Pressure Transmitter (M0002)
#FR/Name B () /Value T/ Unit
RIS /Type GT 301
KL /Accuracy < 0.5% of Full Range Output
WM& Measure Range -1 to 100 bar
U 1B s /Rated Voltage DC 24 v
R /Degrees of Protection 1P56
fiLHERI 4L/ A pproved Drawings
P 4GIIEAT 5/ Drawings Approval No. : NP15401409
P ARG H 5/ Approval Test Report
IR 4 90 ¥/ Test Report No. : E16195. 02
IR | 1B/ Test Report Date :  2017-03-28
RIS/ Laboratory:  Nemko
B PR/ Test Address:  Oslo, Norway
WU 9 5/ Test Report No. : 2006-3223 Rev. 01 !

RIEH AL )/ Test Report Date = 2006-04-25
X387/ Laboratory: DNV

IR bt/ Test Address:  Norway

AT ™ SR J5 X/ Method of Product Inspection after Approval

FEINFE FANTTASBEAT = S A 38 (7= i /The product approved onlv in term of the rules:

WA B ARG 38 T 65 T 2 AR AR 7 AR B0 TR A 16 36, RIS 15 s R AR, 3% R
AL AT UE S SR -5 R P BT 0™ R A2, Ui, A IE A AR AT (bl e G 735
After approval. product inspection should be carried out bv the Manufacturer in accordance with the
product iuspection scheme approved by the Societv. Upon satisfactory inspection, and the Quality
Certificate issued by the Manufacturer should be provided to the purchaser together with the copy of
the approval certificate issued by the Society. The manufacturer should take responsibility for the
product being in compliance with the convention, statutory regulation, the Society rules and the
standard accepted by the Society.

INNJIREFS41/ Maintenance Requirements of Approval

LSO, Rt S R B B A TR e T o DT, S R S T L
fily W SR PE AR A PTG BRI AT RS, A O BRI E R R IR M T HE . FE2E A SR ML A 9 b
T, ARSI N RIIEA CRIE T4 2, HAh YR REAIE 9 4 B AT %4

After type approval, if there are chsnges to the design, materials used or manufacturing method of
the |:r0‘t{h.u;l.—_‘euid wportant components and such changes affect major characteristics and properties of
llu'r.,m‘i.u-jj | 5@' giroperly indexes of the product are changed and exceed the scope of approval,
|'t='_|’}st‘r:r.ﬁ5'{'1' A ?‘g(bﬂqﬁmmnts are to be examined and approved by the concerned survey office. Where
.ﬁ,urfﬁ'n‘d nece v by the survey office, the survevor to the Society will go to witness relevant tests
(Ilmld anifdyct sp;i‘.lﬂ& E‘I!‘Id';l the results should be able to demonstrate compliance with the approval
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L34 5 /Certificate No. BG20PTB00001 01

The quality management system of the factorv shall be ensure effeciive operation, and shall be the
same as the situation of approval. If there are any changes to the quality management system,
auditing of the original certification organization for quality management system and the society’ s
approval shall be obtained.

B ATIE-BA XA, WR AT A FEAM DU AT IR, 1) 1 R SRR 2 20 IE 4 e «

Within the validity of the approval certificate, if cases occur that may cause the Society to
withdraw the approval, the manufacturer should take corrective actions in a prompt and effective
manner.

A AL T 2O, ASHARI A G T T R4 SR R 0 3 T RO Sl AR BT AT, BB R B
PR T R AV AR HEME G AR ST . LR T AR A

Within the validity of the approval certificate, the surveyor to the Society mav pay unannounced
audit to the manufacturing process of the product in order to confirm whether it is in compliance
with the drawings and documents approved by the Society. The factory should provide an active
cooperation and necessary for the surveyor.

5. WIS IRAFRCIARIB MECIEAS,  HLIG 6 AR AT 7= 5 43/ 2 MO T SO O 0L, F B A ji e B A A
R A B A AR X R E— A E, R TR AA A O RTE = A H A
7.

If belong to the situation of the product has type approval mode B certificate, and marine product
certificate/equivalent document is not necessary, those who have obtained the certificate should be
subject to periodical audit every year. The date of periodical audit shall be each anniversary date
which corresponds to the date of expirv of the relevant certificate and the periodical audit shall
be done within a time span of three months before and after the annual surveillance date

#1/Remarks
A CHTAE T =6 TAEEN, BAAL R A Gl ) R IR 15k B 0T B 07 4= S B AT A 1 T (T

The declaration of asbestos—free submitted by manufacturer has been reviewed by the Society
However, liability of the manufacturer to guarantee the products are asbestos—free to purchaser
Uhdes=eontract will not be exempted.
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o ﬁ?ﬁisf'ﬂr i iﬁ%ﬁb‘%ﬁ renewed from and supersedes the previous Type Approval Certificate No
£ VN BGIST0012. \
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